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Comparison of TITL and F.T.C. Results on Sample #2-» 68 Varieties 


The attached graphs (I and II) show the relationship of 
TITL data and the Federal Trade Commission (FTC) data, TITL 
analyzed their samples in two parts. Twenty ports of FTC 
tar and nicotine were determined and then another twenty ports. 
These data are also shown in the attached graphs (Graphs HI 
thru VI), 

The following observations are made based on these graphsi 
TITL vs FTC 


Graph I FTC has a higher FTC tar level (1.0 tag) than 

TITL. The SUE. Monltorrruns 25.7 mg/clgt at the 
FTC lab versus 25.0 at TITL which attributes 
to this level difference. 

Graph II FTC has a lower nicotine level (0.24 mg) than 
TITL. So apparent reason. 


TITL Fart 1 vs Part XI 

Graph III So difference in FTC tar# Fart I vs Part II 

Graph XV There appears to be a concentration problem 

because Part I is higher than Part XI for those 
brands running 1.0 tag or less. Part I is lower 
than Part II for those brands running above 1.60 mg. 
Apparently, there was a problem in the flow cell 
with high nicotine samples contaminating the low 
samples causing high values and the low sample 
contaminating the high samples to make them run 
low. 

Graph V and VI There appears to be more variation in both 

FTC tar and nicotine for Part I than for 
Part II. 
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